[Measurement of the 125I and 14C radioactivity in double-labeled blood samples].
A method for detection of 14C and 125I radioactivity in labeled samples with variable quenching using only liquid scintillation counter is described. Precision, sensitivity and reproduction of this method are comparable with those of the previously used ones, but this method is more suitable and adequate for computerisation.